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MIII «TAKT»
82200, Ykpaina, JIeBiBcbka 0011., M. Tpyckasels, By, CTeOnuLIbKA, 79

Honarky 2, posain «IIpoueaypu oninku BigrosigHocti. Monyss F (BianosigHicTs
THUITy 32 Pe3yJIbTATAMH NEPEBIPKYU NPHIafiB)» 10 TeXHIYHOro periaMeHTy
3ac00iB BUMIPIOBAILHOI TEXHIKH, 3aTBEPPKEHOTO NMOCTaHoBOIO Kabinery
Minictpis Ykpainu Big 24 mrotoro 2016 p. Ne 163

Annex 11, section «Conformity assessment procedures. Module F (conformity to type based on

product verification)» of the Technical regulation on measuring instruments approved by the
decision of The Cabinet of Ministers of Ukraine of 24 February 2016 Ne 163
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3acTocoBHHUIl rapMOHi30BaHMil cCTAHAAPT:
Harmonized standard applied:

HCTY EN ISO 4064-1:2018 JliunnsHHKH XOMOJHOT IIUTHOI BOAM Ta rapsyoi Boa. Yactuna 1. MeTpostoriusi Ta
TexHivyHi BuMoru (EN ISO 4064-1:2017, IDT)

DSTU EN ISO 4064-1:2018 (EN ISO 4064-1:2017, IDT) Water meters for cold potable water and hot water -- Part 1:
Metrological and technical requirements

ACTY EN ISO 4064-2:2018 JliunisHUKH XOJOAHOI ATHOI BOAM Ta raps4oi Boad. Yactuxa 2. Metonu
sunpobysans (EN ISO 4064-2:2017, IDT)

DSTU EN ISO 4064-2:2018 (EN ISO 4064-2:2017, IDT) Water meters for cold potable water and hot water -- Part 2: Test
methods

1 Pe3yabTar

Results

3a pesysbTaTaMu NPOBENEHNX NOCIIVKEHb Ta BUIPOOYBaHb BCTAHOBIIEHO, 110 3aCO0HM BUMIpIOBAIBHOT TEXHIKH i3
3a3HAYCHHUM y IMyHKTi 2 LbOro cepTHdikaTa 3aBOJCBKAM HOMEPaMH BiNOBIZAIOTH 3aTBEPIKEHOMY THITY,
ONKMCaHOMY B cepTU(iKaTi MepeBipkH THITy Ta 3aCTOCOBHMM BUMoraM TexHi4HOro pernamenty. Jlis nepeBipku
BIZAMOBIAHOCTI 3ac00iB BUMipIOBAJIBHOT TeXHIKM TAKAM BHMOTaM GyjiM MpoBeeHi BUNPOOYBAaHHS, BUKIAACH] B
n. 10.1 JCTVY EN ISO 4064-2: KOHTpPOJIb XapaKTEPUCTHK.

Homep nporoxosry BunpoGysann 24/2/F/1/234-20

Test report number

HaTa nporokosy BunpoGyBanb 19.10.2020 p.

Date of test report

2 3aBoachki/cepiitni HOMeEpH: 20 251249 —20 251999 (750 wrr.)
Serial numbers: 20 252000 —20 252999 (1000 1T.)

20 253000 — 20 253257 (258 wT.)
3aranpHa Kigpkicts 2008 mT.
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